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Stellingen 
Diffusieporometers zijn de potentieel meest geschikte instrumenten voor 
nauwkeurige bepaling van de diffusieweerstand voor waterdamp van de epi-
dermis van bladeren. 
Dit proefschrift. 
II 
Teneinde het gebruik van onzekere verbanden tussen weerstand en opvallende 
lichthoeveelheid te vermijden, is het bij het meten van profielen van de 
bladdiffusieweerstand voor waterdamp in dichte gewassen de moeite waard 




Vuistregels voor verbanden tussen aanvang van een meting en driftsnelheid 
van de vochtsensor wijzen op onbetrouwbaarheid van de betreffende diffusie-
porometer. 
Vgl. E.L. Fiscus, Plant Physiol. 53: 47-51 (1974). 
Dit proefschrift. 
IV 
Wat door Downey et al. wordt beschouwd als correlatie tussen metingen. met 
een viskeuze doorstroomporometer en een diffusieporometer, is een gevolg 
van de toevallige symmetrie van het maisblad en is geen bewijs voor de 
bruikbaarheid van doorstroomporometers. 
L.A.Downey, R.N.Anlezark & W.A.Muirhead, J. appl. Ecol. 9: 431-437 
(1972). 
Voor het secundair landbouwonderwijs kan bladverdamping ook eenvoudig wor-
den verklaard zonder het verkeerde beeld dat gevormd wordt door uitspraken 
als 'de capaciteit [van een blad] voor dampuitwisseling is zo groot, 
doordat gassen zich veel gemakkelijker verplaatsen door zeer veel kleine 
gaatjes dan door een groot gat dat even groot is als alle kleine gaatjes 
samen'. 
Vgl. D.Klapwijk: Kasklimaat, p lan tengroe i en g roe ibehee r s ing onder 
g l a s , p . 36/37 (1971X. 
VI 
Bij gedragsstudies met behulp .van processimulatiemodellen bij fytofage en 
carnivore arthropoden die in de grenslaag rond het blad leven, moet voor 
processnelheden die temperatuur- en/of vochtafhankelijk zijn rekening 
worden gehouden met de mogelijkheid van grote gradienten over de grenslaag, 
waarvan de dikte afhankelijk is van de luchtbeweging over het blad en de 
oppervlaktecondities van het blad. 
Vgl. H.G.Fransz: The functional response to prey density in an 
accarine system, p. 16 (1974). 
VII 
De blokmethode voor het bepalen van thermische eigenschappen van de bovenste 
bodemlaag is niet bruikbaar voor veldmetingen en nauwelijks voor laborato-
riummetingen. 
A.Hadas, Agric. Met. 11: 269-276 (1973). 
C.J.Stigter, Physica 39: 229-236 (1968), 
Neth. J. agric. Sci. 17: 41-49 (1969), 
Agric. Met. 7: 339-341 (1970). 
VIII 
Bij de berekening van veiligheidsnormen voor thermische netvliesbeschadi-
gmg door laserstraling dient grotere aandacht te worden besteed aan de 
in het oog optredende minunumafineti^ van het netvliesbeeld en aan het 
absorpuespectrum binnen het spectrale venster van het oog. 
J.J.Vos, T.N.O.-Nieuws 27: 260-264 (1972). 
CJ.Stigter, Ned. Tijdschr. Natuurk. 34: 187-198 (1968), 
Mikroniek 9: 190-204 (1969). 
IX 
Bij het vaststellen van criteria voor de bemonsteringsfrequentie van sig-
nal en van meteorologische variabelen is kennis van de tijdconstante(n) van 
een sensor voor het toepassen van Shannon's bemonsteringstheorema onvol-
doende. 
Vgl. G.F.Byrne, Agric. Met. 7: 415-418 (1970). 
Vgl. M.Fuchs & G.F.Byrne, Agric. Met. 9: 285-288 (1972). 
J.Kooijman, J.G.Lengkeek, R.Schutten, C.J.Stigter, ongepubl. onderzoek. 
Shepherd's waterabsorptiemetingen zijn ongeschikt om te bepalen welke ma-
terialen kunnen worden toegepast in meetkamers voor psychrometrische be-
paling van de energietoestand van water in grond of plant. 
W.Shepherd, Rev. Scient. Instr. 44: 234 (1973). 
XI 
De door het U.N. World Plan of Action gesuggereerde mogelijkheid van mobi-
lisatie van wetenschappers, die uit idealisme bereid zouden zijn hun onder-
zoek om te smeden tot hulp voor die bevolkingsgroepen in de derde wereld 
die daaraan het meest behoefte hebben, is niets dan een illusie. 
U.N. World Plan of Action for the application of science and technol-
ogy to development, p. 49 (1971). 
XII 
Lekanne dit Deprez stelt ten onrechte dat er nog maar weinig kennis bestaat 
omtrent de manier waarop een landhervorming aan kleine boeren ten goede 
komt. Zoals o.a. door Jacoby is aangetoond komt deze gedachte uitsluitend 
voort uit de grote plaats die de ideologie van het Westen inneemt bij de 
beschouwing van agrarische problemen in de derde wereld. 
B.E.J.C.Lekanne dit Deprez, Landbouwk. Tijdschr. 86: 169 (1974). 
Erich H.Jacoby: Man and land, the fundamental issue in development, 
400 p. (1971). 
XIII 
Kistemakers uitspraak, dat publikaties van 'verontruste' wetenschappers 
gebaseerd zijn op het sentiment, en daardoor niet technisch, wetenschap-
pelijk of economisch verantwoord, draagt bij tot verdere ontmenselijking 
van het wetenschappelijk onderzoek en onderwijs, en tot het in discrediet 
brengen van wetenschappers die zich direct verantwoordelijk weten voor 
het gebruik van onderzoekspotentieel en onderzoeksresultaten in de samen-
leving. 
Algemeen Handelsblad 15/3/74. 
Wetenschap en Samenleving 74/3, p. 18. 
XIV 
Waardevrije wetenschap bestaat niet meer. 
Proefschrift van C.J.Stigter 
Wageningen, 21 november 1974 
Een mens heeft een eindeloze taak, al heeft hij een doel 
en wil hij de aarde zo bewoonbaar mogelijk maken 
Leopold Flam in "Het huis van de wereld" 
VOOR HET GEDULD VAN MIJN DAGELIJKSE OMGEVING 
Abstract 
Stigter, C.J. (1974) The epidermal resistance to diffusion of water vapour: 
an improved measuring method and field results in Indian corn (Zea mays). 
Doctoral thesis, Wageningen, ISBN 90 220 0544 5, (xiv) + 26 p. Dutch 
summary. 
Also: Agric. Res. Rep. (Versl. landbouwk. Onderz.) 831. 
The resistance of the epidermis of the leaf to diffusion of water va-
pour can be measured most accurately in the field by closed diffusion poro-
meters. It was possible to overcome the problems related to calibration 
and to dynamical use of a LiCl humidity sensor in the porometer. The dy-
namic behaviour could be represented by one calibration volume provided a 
special measuring scheme is applied. Presence or absence of device in-
fluence on the opening situation of the stomata is demonstrated. Measure-
ments on corn leaves yielded permitted clamping times of lj to 2 minutes. 
All sunlit places of corn leaves, sampled throughout a dense crop on a 
moist soil, showed on the average a basic equality in resistance. Sampling 
shaded places separately this equality was also found in the average reac-
tion of resistance to different light density levels. 
Tot d i t proefschr i f t behoren de volgende gepubl iceerde of voor p u b l i k a t i e 
geaccepteerde a r t i k e l e n , waarin de inhoud van d i t p r o e f s c h r i f t meer in 
d e t a i l i s behandeld: 
C . J . S t i g t e r , 1972. Leaf di f fus ion r e s i s t a n c e to water vapour and i t s 
d i r ec t measurement. I . In t roduc t ion and review concern ing r e l e v a n t 
factors and methods. Meded. Landbouwhogesch. Wageningen 7 2 - 3 : 1-47. 
C . J . S t i g t e r , J . B i r n i e , B.Lammers, 1973. Leaf d i f f u s i o n r e s i s t a n c e to 
water vapour and i t s d i r e c t measurement. I I . Design, c a l i b r a t i o n 
and per t inen t theory of an improved l ea f d i f f u s i o n r e s i s t a n c e meter . 
Meded. Landbouwhogesch. Wageningen 73-15: 1-55. 
C . J . S t i g t e r , B.Lammers, 1974. Leaf d i f fus ion r e s i s t a n c e to water vapour 
and i t s d i r ec t measurement. I I I . Resu l t s r ega rd ing the improved 
diffusion porometer in growth rooms and f i e l d s of Ind ian corn (lea 
mays). To appear as Meded. Landbouwhogesch. Wageningen 74-21 . 
Voorwoord 
Geen publikatie komt tot stand zonder inspiratie en hulp van anderen. 
Daarom begin ik met het bedanken van diegenen die aan het totstandkomen 
van de in dit proefschrift samengevatte resultaten hebben bijgedragen. 
Mijn eerste promotor, professor J.Schenk, dank ik voor de grote vrijheid 
waarin hij mij heeft laten werken. Telkens wanneer ik in het zeer moei-
lijke stadium gekomen was waarin onderzoeksresultaten door publikatie 
moesten worden vastgelegd, heb ik van zijn aanvullingen en verbeteringen 
bij de uiteindelijke presentatie veel geleerd. Hetzelfde geldt voor mijn 
tweede promotor, professor C.T.de Wit, die ik tevens dankbaar ben voor 
zijn suggesties die ten grondslag lagen aan het meteorologische project 
waarvan de hier gerapporteerde resultaten een onderdeel vormen. 
Experimenteel wetenschappelijk onderzoek vraagt voor het verkrijgen 
van resultaten de georganiseerde samenwerking van velen. De vakgroep 
Natuur- en Weerkunde is bereid geweest mij bij die organisatie de steun 
van een groot aantal mensen toe te staan zonder wier enthousiasme ik wei-
nig had kunnen beginnen. In de eerste plaats dank ik Bas Lammers, mede-
auteur van twee publikaties die tot dit proefschrift behoren, voor de ge-
degen uitvoering van het elektronische ontwerp-, constructie- en testwerk 
en voor het oeverloze geduld waarmee we ons samen door de periodes van 
onbegrip omtrent gemeten verschijnselen hebben gepraat. Johan Birnie, 
mede-auteur van de publikatie over de nieuwe meetapparatuur, dank ik voor 
zijn belangrijke elektronische ontwerpbijdrage, die het mogelijk maakte 
de zorgen over tijd- en weerstandsmeting te laten varen. Het mechanische 
constructiewerk ontstond in, letterlijk en figuurlijk, constructief over-
leg met Anton Jansen en zijn medewerkers Willy Hillen en Teun Jansen. Er 
moet gesteld worden dat zonder aanwezigheid van onze mechanische en elek-
tronische werkplaatsen, het verrichte onderzoek op deze wijze niet mogelijk 
zou zijn geweest. 
Frits Bottemanne ben ik erg dankbaar voor de vele voorbereidende dis-
cussies voor en tijdens ons maisproject. De veldmetingen met de diffusie-
porometer en de vele andere meteorologische waarnemingen uit hetzelfde 
project hebben drie meetseizoenen vele dagen van voorbereiding en uitvoe-
ring gevraagd. De mate van medewerking van vakgroepsleden wordt misschien 
het best gekenschetst door het feit dat gedurende meetperiodes ook op 
zaterdag en zondag en van 's morgens heel vroeg tot 's avonds heel laat 
op het laboratorium en in Flevoland gewerkt werd. Ik ben daarvoor, naast 
de al genoemde mensen, in eerste instantie veel dank verschuldigd aan 
Peter Jansen, Bart Verhaaf, Dick Welgraven en Henk van der Ham, die zich, 
in en buiten de mais, veel moeite hebben gegeven het verkrijgen van goede 
resultaten mogelijk te maken. Belangrijke incidentele hulp, bij metingen 
of het verwerken daarvan, kreeg ik van Jan Kooijman, Jim Lengkeek, Rinse 
van der Neut, Wim Vaags, Tim Verwaart, Natak Zaki en Joop van Zeeland. 
Ook van buiten de vakgroep heb ik steun gekregen. Dat geldt in de 
eerste plaats de bedrijfsingenieur van het Proefbedrijf Flevoland Land-
bouwhogeschool, dr.ir.E.G.Kloosterman, en zijn medewerkers. Hun organisatie 
en arbeid stelden ons in staat om, in een speciaal voorbereid zaaipatroon, 
onze metingen in mais te verrichten. Tijdens de meetperiodes werden ge-
zamenlijk altijd oplossingen voor gerezen problemen gevonden. Gesprekken 
met collega-onderzoekers die zich met aanverwant onderzoek bezighouden 
zijn van, naar ik hoop wederzijdse, invloed geweest op ideeen omtrent be-
paalde problemen. Ik wil hierbij met name noemen Jan Goudriaan (a£d. theo-
retische teeltkunde), Piet Hopmans (afd. tuinbouwplantenteelt), Henk Lof 
(afd theoretische teeltkunde), Rudi ^hhinge Cafd. entomologie) en 
mg.L.Sibma (I.B.S.). 
Het totstandkomen van ongeveer 200 pagina's drukwerk eist ook van een 
vakgroep een belangrijke administratieve verzorging en ondersteuning. 
Sari van den Brink verzorgde uit mijn hieroglyphen fraaie manuscripten, 
Paul van Espelo illustreerde ze met figuren en Jo van den Brink verzorgde 
het fotografische werk. Ik ben Corry Pitlo dankbaar voor haar vele admi-
n ratieve zorgen, zoals bij de uitgebreide correspondentie die ik met 
bui emandse onderzoekers kon voeren. Ten slotte mag een vaak vergeten 
LaZ " T 6ken' ^ medewerkers van de Centrale Bibliotheek van de 
an ouwhogeschool,
 met name de afdelingen uitlening en reproduce, ben 
e It V 0 ° r ^  VGle kGren d" Zij ^  de ^ e l ° P - J « « ™ ai nst zijn geweest. 
Samenvatting 
Het in dit proefschrift beschreven onderzoek moet worden gezien als 
een toepassing van de natuurkunde in het studiegebied van de omgeving van 
plant en gewas. Dit onderzoek stond in direct verband met teeltkundig on-
derzoek dat door middel van op kwantitatieve verbanden gebaseerde simulatie-
modellen ons inzicht in groeiprocessen tracht te vergroten. 
Het proefschrift vormt een samenvatting van de belangrijkste resultaten 
die werden verkregen bij het verbeteren en toepassen van een meetmethode 
voor de diffusieweerstand voor waterdamp van de epidermis van bladeren. 
Deze bladweerstand, die voornamelijk wordt bepaald door de veranderlijke 
openingssituatie van de huidmondjes, vormt ook een deel van de weerstand 
tegen COo-absorptie door het blad. Kennis van deze weerstand is daarom 
o.a. van belang in plantenfysiologisch en micrometeorologisch onderzoek 
waar uitwisselingen tussen het inwendige van het blad en de omgeving een 
rol spelen. Dit is bijvoorbeeld het geval bij bestudering van de foto-
synthese, de verdampirig en het gedrag van huidmondjes. Overal waar de 
waterfactor kwantitatief in beschouwing wordt genomen, zoals bij irrigatie 
en de waterhuishouding van het gewas, spelen de diffusieweerstand en het 
vermogen van de plant deze te regelen een belangrijke, maar nog onvoldoend 
bekende rol. Bij het interessant wordende punt van veredeling op de po-
tentiele produktie zal onderscheid moeten worden gemaakt tussen genetische 
factoren en omgevingsfactoren bij hun invloed op verschillende processen 
die zich in de plant afspelen. Uit recente literatuursamenvattingen mag 
worden geconcludeerd dat veldmetingen van de diffusieweerstand van de 
epidermis in de naaste toekomst ook in dit verband een belangrijke rol 
zullen spelen. 
Onze metingen behoren tot een meetproject van meteorologische en 
aanverwante grootheden in en boven het gewas mais. Het is de bedoeling 
met de resultaten van dit project na te gaan hoe dicht een simulatiemodel 
van het gewasklimaat de werkelijkheid benadert en waar in dit model nog 
te weinig kennis voorhanden is. Het betreffende submodel vormt een onder-
deel van de door de afdeling Theoretische Teeltkunde van de Landbouwhoge-
school ontworpen groeimodellen. Gevoeligheidsanalyses met dit soort voor-
lopige modellen kunnen al in een vroeg stadium een aantal factoren aangeven 
waaraan speciale aandacht moet worden besteed. Zo'n analyse met het voor-
lopige micrometeorologische submodel ga£ als een van de belangrijkste bepa-
lende factoren de ruimtelijke verdeling in een gewas van de diffusieweer-
stand van de bladeren. 
Het werd duidelijk uit de literatuur dat van de vele min of meer kwan-
titatieve methodes die er voor het bepalen van deze diffusieweerstand be-
staan, de gesloten diffusieporometers potentieel het meest geschikt zijn. 
Zij maken gebruik van de directe diffusie vanuit het blad. Hun principe 
is eenvoudig. 
In een kamertje waarin relatief droge lucht ruimtelijk goed wordt ver-
deeld door middel van een.ventilatortje bevindt zich een vlakke opening. 
Het kamertje wordt met de opening op het blad geklemd. De snelheid van toe-
name van het vochtgehalte, die een maat is voor de transpiratiesnelheid van 
het blad, wordt vervolgens gemeten. Behalve door de diffusieweerstand van 
de epidermis en de nieuwe 'grenslaag'-weerstand van de porometer wordt deze 
transpiratiesnelheid bepaald door de waterdampconcentratie (absolute voch-
tigheid) bij de bronnen in het blad en de concentratieverandering in de 
porometer zelf. Het potentiaalverschil is in principe op ieder moment be-
kend als we de temperatuur kennen in het blad waar de verdamping plaats 
vindt en de concentratie in de porometer volgen, Dit laatste doen we met 
een elektrische Lithium-chloride vochtvoeler. Deze vormde een van de voor-
naamste bronnen van meetprobleme"n, maar bestaande alternatieven bleken nog 
minder aantrekkelijk. De weerstand van de porometer en het gedrag van de 
sensor moeten door ijking worden bepaald, waarna de weerstand van de epi-
dermis als enige onbekende overblijft. 
De bestaande uitvoeringen van de porometer bleken in de praktijk niet 
te voldoen. In ons onderzoek werd vastgesteld dat daarvoor drie voomame 
redenen konden worden aangewezen. Ten eerste werden voor de porometer 
materialen gebruikt die zelf zoveel waterdamp ad- en absorbeerden dat zij 
de metingen aanzienlijk beinvloedden. Ten tweede werden een aantal ijkme-
thodes gebruikt die op onjuiste wijze het diffusieproces vanuit het blad 
imiteerden. Ten derde bleek men te weinig op de hoogte met de eigenschap-
pen van de gebruikte vochtsensoren. Aanzienlijke verbeteringen werden ver-
kregen door het gebruik van aantoonbaar geschikte constructiematerialen en 
het toepassen van ijkweerstanden die een juiste nabobtsing garanderen van 
wat zich rond de epidermis afspeelt. De waarnemingen bleken sterk af te 
hangen van het dynamische gedrag van de sensor, dat voomamelijk wordt be-
paald door een samengestelde tijdconstante en het verloop daarvan in de 
tijd. Het bleek mogelijk dit gedrag zeer nauwkeurig te representeren in 
een enkele ijkgrootheid, een extra (schijnbaar) volume van de porometer, 
dat afhankelijk is van de temperatuur van de sensor en verloopt in de tijd. 
De temperatuur van het verdampend oppervlak bleek op deze ijkconstante niet 
van invloed, zodat in tegenstelling tot bestaande uitvoeringen ons appa-
raat direct op zonbeschenen bladeren kon worden toegepast. Omdat de tempe-
ratuur wel van belang is voor het bepalen van de waterdampconcentratie aan 
de bron moest in het veld toch nauwkeurig aandacht geschonken worden aan 
de temperatuurmeting van het blad. 
Veel werk bij de veldmetingen was gericht op het nagaan van de moge-
lijke invloed van het meetapparaat op de openingstoestand van de huid-
mondjes. Qnder onze omstandigheden kon het apparaat \\ tot 2 minuten op 
het blad geklemd zitten voordat de huidmondjes reageerden op de aanwezig-
heid van het apparaat. De meeste metingen vroegen niet meer dan 10 tot 
60 seconden. 
Ten behoeve van het simulatiemodel was de mais gezaaid in een speciaal, 
vrij dicht patroon. Bij het meten van de bladweerstand in dit gewas bleek 
het apart bemonsteren van zonbeschenen en beschaduwde plaatsen van het 
blad een goede methode. Wij konden aantonen dat na het uitmiddelen van de 
natuurlijke variabiliteit, door een voldoend aantal metingen, geen signifi-
cante verschillen bestonden tussen zonbeschenen bladgedeelten door het hele 
gewas heen. De natuurlijke variabiliteit wordt veroorzaakt door verschil-
len in geometrie en functionering van de huidmondjes en door verschillen 
in (geabsorbeerde) lichtdichtheid. Voor beschaduwde plaatsen kon de 
zelfde conclusie als voor zonbeschenen plaatsen worden getrokken voor drie 
afzonderlijke lagen van het gewas. Hierbij nam de harmonisch gemiddelde 
weerstand met de diepte in het gewas aanzienlijk toe. Dit wordt veroor-
zaakt door de afnemende diffuse lichtdichtheid met de diepte in het gewas. 
Door gebruik te maken van bekende verdelingen van zonbeschenen en bescha-
duwd bladoppervlak in het gewas kunnen nu weerstandsprofielen voor het si-
mulatiemodel worden verkregen. 
Symbols 
7 
D = diffusion coefficient of water vapour in air (s/m ) 
d' = Penman and Schofield's equivalent diameter of funnel-shaped holes (m) 
d = mouth diameter of the holes in the porous membranes (m) 
d^ . = throat diameter of the holes in the porous membranes (m) 
t 3 
e = absolute humidity at the (artificial) evaporating surface (kg/m ) 
3 
e = absolute humidity within the porometer (kg/m ) 2 I = water vapour flux density (kg/m s) 
K = slope of lines in the resistance/transient time diagrams (m) 
l = length of the holes in the porous membranes (m) 
n = number of holes per unit of surface for the porous membranes 
Q = ratio of long and short transient times 
R^ = (dummy) leaf diffusional resistance for water vapour (s/m) 
R = porous membrane resistance for water vapour (s/m) 
R = porometer diffusional resistance for water vapour (s/m) 
S = surface of the porometer entrance opening (m ) 
T = temperature (K) 
t = time (s) 
t^ = time of passage of second fixed electrical resistance of humidity 
sensor (s) 
ti = time of passSgersxgsfirst fixed electrical resistance of humidity 
sensor (s) 
V = air volume of the porometer during measurements (m ) 
V"t = calibration volumeof the porometer (m3) 
Introduction 
Science has become a production factor of continuously increasing 
importance. It is no longer a mere search for scientific truth. 
Application of science therefore implies directing the use of production 
forces. Directing the bulk of production forces to satisfy the exorbitant 
needs of powerful minorities seems at least selfish. It becomes even in-
tolerable when scientific potential and results of scientific research are 
used to maintain and strengthen the dominant position of such minorities. 
Then the application of science becomes an accessory to the suffering of 
a majority of mankind. Hence no scientist can deny his direct responsibil-
ity in relation to the problems and crises of today's world as a whole 
and consequently he should work on bridging the gap between his science 
and its participation in solving these problems and crises. 
Based on these premises the science of physics can also be used in 
many fields, although most physical research is not yet involved in 
solving the most urgent problems. We chose to tackle problems related to 
the growth of more and better food and to take part in bridging the men-
tioned gap by promoting agricultural or environmental physics. The physi-
cist who makes this choice has to provide the scientists working in agri-
cultural research with physical knowledge in a form that is closely tied 
to the fields of application concerned. This task does not, however, 
relieve him of his responsibility with regards to the choice of problems 
to attack. 
Agricultural science tries to use and extend our knowledge for a 
better production of food. Also within this scientific field priority 
criteria have to be defined. As an important external criterion, those 
research proj ects deserve priority that are closely geared to an improve-
ment of the opportunities of food production and to a distribution of pro-
ducts that are based on promotion of social justice, both on a world scale 
and a local scale. As an internal priority criterion, research that sue-
ceeds in integrating existing knowledge from various fields, for a syn-
thetical approach to improve our understanding, contributes most to the 
practice of better production. 
The latter criterion is fully met by research that tries to increase 
our insight into crop growth processes by the construction of simulation 
models of plant growth. Such models are based on quantitative relation-
ships describing processes and the models are provided with relevant in-
formation collected and integrated from many disciplines. Our laboratory, 
that does research in environmental physics (Schenk et al., 1973), came 
into contact several years ago with the Department of Theoretical Produc-
tion Ecology of our University. This department works on construction of 
growth models (e.g. de Wit et air, 1970). This contact resulted in a 
project of collection of meteorological and related field data. These 
data are being used as input and check of output of the micrometeorological 
or crop climatological submodels of the growth models. 
After preliminary assistance in constructing the submodel, the most 
important part of our work was the design of instruments adapted for 
spatial measurements inside and above the chosen crop of Indian corn 
(Zea mays L.X. The first results with a preliminary model (Stigter, 1972) 
pointed to the important conclusion, also drawn by Monteith (1973) in 
his recent textbook, that the main limitation of microclimatic models is 
ignorance about spatial changes of the epidermal resistance of leaves in 
a canopy. Monteith added that the spatial changes had seldom been 
measured with accuracy. Therefore we paid special attention to exploration 
of canopy leaf resistance to water vapour and its direct measurement by 
relevant sampling throughout the crop. Our work on these subjects has 
been reported in detail in three publications (Stigter, 1972; Stigter 
et al., 1973; Stigter and Lammers, 1974). 
The first publication is a literature review and discusses relevant 
factors and methods for the measurement of leaf diffusion resistance to 
water vapour. Thorough attention was paid to field measurements. Emphasis 
was laid on what might happen inside the leaf. Possible side effects of 
attaching a measuring device onto the leaf were considered. A short re-
view of existing methods indicated that diffusion porometers are poten-
tially the most reliable instruments for measuring canopy resistance 
profiles. Existing modifications were finally compared and their problems 
reviewed. 
In the second publication we report on design and calibration of an 
improved diffusion porometer. From literature reports published during 
our research it appeared that the accuracy of the existing types was much 
lower than earlier supposed. This was in accordance with our results. 
We discussed how to cope with the difficulties and outlined a pertinent 
theory. Special attention was given to a new calibration method. A new 
measuring strategy was introduced. A chapter on the automatic self-timing 
circuit in use, mainly written by two colleagues, the electronic engineers 
J.Birnie and B.Lammers, was added. 
The third publication reports on the use of the improved diffusion 
porometer and deals first with the independent determination of the dif-
fusion resistance of dummy epidermes for calibration. Their use in com-
parison measurements with the porometer and in checking the field 
measuring strategy is demonstrated. Some experiments in growth chambers 
and field results in Indian corn are reported. Thorough attention is 
given to any possible influence of the apparatus on the resistance to be 
measured and to the methods of sampling. The use of the measured canopy 
profiles in simulation models is discussed. The results in this third 
article prove the importance of a reliable measuring method as discussed 
in the second article and the need to know what may happen with leaf and 
stomata (as dealt with mainly in the first article of the series). 
Whereas a preliminary review of some results has been given recently 
(Stigter, 1974) this publication is a full summary of the most important 
results obtained in improving the measurement of epidermal resistance. 
It will mainly deal with the improved device and with some of the field 
results obtained in sampling Indian corn. For more details than reported 
here the publications shortly reviewed above should be consulted. 
Materials and methods 
Theory of a suitable -instrument 
For measuring directly the epidermal resistance to diffusion of water 
vapour, the closed diffusion porometer is the most promising instrument. 
The vapour flux, as it diffuses from the mesophyll cell walls through the 
epidermis of the leaf, is detected directly. Changes in the two concen-
tration potentials will certainly produce differences in the vapour flux 
density between the situation before and after clipping of the instrument 
onto the leaf. Such changes have to be incorporated in the detection. 
The boundary layer resistance over the leaf, which acts in series with 
the leaf epidermal resistance to be measured, will change also. This 
again modifies the existing flux density. But again such differences can 
be taken into consideration. However, it is important to prevent 
modification of the flux density by changes in functioning of the stomatal 
system during the measurement. 
As to the potential at the leaf side, which is formed by the vapour 
concentration at the sources inside the leaf, temperature of the measured 
leaf part is nearly always a sufficient determinant. For the potential 
at the porometer side and for the modified boundary layer, the measuring 
method must be considered in more detail. 
The principle is simple. The porometer consists of a small cup 
containing a humidity detector (Fig. 1). For several reasons electrical 
humidity sensors are normally preferred. The device is clamped onto a 
leaf, and then the initially low absolute cup humidity, preferably made 
spatially uniform by a little fan, increases. The transpiration rate is 
determined by the leaf resistance but also by the new diffusion resistance 
of the boundary layer (= porometer). The rate is also determined by the 
new leaf temperature, which has to be constant over the measuring period 
and by the [changing) absolute humidity in the cup. The rate of change 
of this absolute cup humidity is itself determined by the transpiration 
rate. Ideally it is indicated directly by the rate of decrease of 
0 
Fig. 1. The Wageningen Laboratory of Physics and Meteorology diffusion 
porometer. Cross-section through the central longitudinal axis of the 
cylindrical cup (Vp = 39.9 ± 0.2 cm3). The material used is polypropylene. 
1. motor; 2. fan; 3. silica gel holder, which may be moved into and out 
of the cup; 4. 0-rings for sealing; 5. rubber sealing fringe around the 
sensor cup opening; 6. sensor cup opening (2.03 + 0.01 cm^); 7. perforated 
membrane for suppression of turbulent exchange between cup air and ambient 
air; 8. humidity sensor (length 4 cm, diameter 3 mm); 9. thermistor; 
10. luting material to fix the sensor. 
electrical resistance of the humidity sensor. The time needed for a 
fixed decrease of sensor electrical resistance (between two fixed points 
of the log-linear part of its calibration diagram of electrical resistance 
against relative humidity) is now taken as a measure for leaf diffusion 
resistance. Cup air temperature has to be measured because of the temper-
ature dependence of the sensor calibration curves. After each resistance 
measurement the cup air is dried to its original starting point. To 
cancel out starting-up effects this point is a good deal higher in 
electrical resistance (drier) than the two fixed values used in the 
measurement. 
What happens with the absolute humidity in the ciip during a measure-
ment is expressed by: 
d
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which can be approximated as: 
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If all parameters are constant, integrating Eq. (2) between the two 
times t. and t£, at which the fixed electrical resistance values are 
passed, gives: 
tf - t. = At = ^  (Rt + Rp) m l[ _" l ^ - K (R, + Rp) C3) 
If the sensor takes up a negligible amount of water for indication, 
it would be sufficient to obtain R by a measurement with the porometer 
over a saturated surface of known temperature. K, being different for 
each combination of evaporating surface and cup temperatures, is known 
in theory. R being determined in this way, unknown R s could be ob-
p Jt 
tained by measuring transient times At. 
The diffusion porometer in practice 
The method as described in the former section was found to be trouble-
some in practice. Because most causes of this remained obscure, a thorough 
investigation of the instrument behaviour was necessary. From our research 
three main reasons were indicated. Firstly awareness of sensor properties 
was insufficient. Therefore an explanation of a series of anomalies in 
behaviour remained impossible. Secondly some calibration methods appeared 
to be incorrect. Thirdly porometer wall materials were used that with 
their own short time absorption and adsorption properties influenced 
the processes that took place in cup and sensor. We found that the much 
used perspex was inferior and that teflon and polypropylene were appro-
priate. We preferred polypropylene. 
For calibration it is necessary to have dummy resistances that 
imitate leaf epidermal resistance correctly, from the point of diffusion 
theory. Therefore pipes of different length for imitating R or injection 
of saturated water vapour, as reported in the literature, are bound to 
fail as calibration methods. Dummy resistances preferably consist of 
multipore membranes from which the resistance can be calculated from pore 
number and dimensions or can be determined independently from evaporation 
measurements. We used commercially available nickel multipore membranes, 
provided with holes with a circular axial cross-section. We proved that 
the formula for resistance to diffusion through such membranes, as adapted 
by Penman and Schofield (1951), gives very accurate results. This modified 
formula is: 
D - 41, 1 1 ,,. 
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d
' " V dt Vdtdm (5) 
The results obtained with Eq. (4) were compared for 14 different membranes 
with improved results from simple evaporation experiments with receptacles 
sealed by the membranes. Some results, for membranes finally used for 
calibration, are given in Table 1. 
Porometer measurements with a series of (correct or incorrect) dummy 
R have been common practice for calibration. The slope K and the inter-
section R from an assumed straight line relationship, Eq. (3), were then 
used as calibration factors, mostly without further calculations from this 
slope. Comparable to what has been shown above to be valid in theory, each 
combination of sensor (cup) temperature and surface temperature yielded 
its own calibration line. Later observations, in accordance with ours, 
even showed these calibration lines to alter in the course of time. This 
Table 1. Values, for calibration membranes, of calculated resistances by 
Penman and Schofield's formula and measured resistances. The latter ones 
are obtained from evaporation experiments and improved by mutual comparison 
using the porometer. 
Membrane type Calculated resistance (s/cm) Measured resistance (s/cm) 
20 T VERO 6.10 + 0.35 5-70 ± 0 , 1° 
15 T VECO 5.55 + 0.25 5.45 + 0.10 
30 T VECO 2.75 + 0.10 2.75 + 0.10 
30 R VECO 1.35+0.10 1.50+0.10 
125 T VECO 0.50 + 0.02 0-55 t 0l25 
makes thorough calibration in such a way already unmanagable. The number 
of calibration measurements needed would at least be reduced by having 
leaf and cup in the field at the same temperature. But firstly inevitable 
deviations from this condition introduce appreciable errors. Secondly 
the required artificial shadowing of sunlit leaf parts prior to each 
measurement enhances the risk of a change in stomatal opening conditions 
before the end of the measurement. It appeared therefore worthwhile to 
study this calibration in more detail. 
Taking measurements over our calibration membranes we obtained indeed 
straight lines such as line 1 in Fig. 2. By calculating a volume, Vt, from 
the slopes, using Eq. (3), much higher values than the actual volume V of 
3 • 
40 cm were found. The volumes measured became higher each consecutive 
day of measuring under identical conditions (Figs. 2 and 3). Changing the 
cup temperature yielded relations between volumes and temperatures as 
given in Fig. 3. But changes in evaporating surface temperature, with the 
other conditions unchanged, did not influence V t (Fig. 2). No two sensors 
showed the same behaviour in the course of time. 
Making use of what was found in the literature on LiCl sensors, as 
used in our porometer, and doing complementary investigations, we could 
explain the behaviour as described before from the following sensor pro-
perties: 
- an absorption of water vapour which is not negligible in comparison with 
V 
- a time lag between actual humidity in the cup and indication by the 
sensor, 
- changes of this response time and of calibration in the course of time 
(ageing effects), 
- a temperature dependence of the response time, 
- an insensitivity of the response time to the rate of transpiration into 
the cup, 
- a mere dependence of the response time on the constant amount of 
absorbed water per unit of (relative) humidity change in the cup. 
If the amount of absorbed water per unit change of humidity and not 
the rate of change of humidity determines sensor indication, the two main 
aspects are clear. The straightness of the lines in Fig. 2, dynamical 
sensor properties included, can be understood from the apparent constancy 
of the amount absorbed. The result is one V t for different resistances, 
and so for different transpiration rates. Then it is no longer surprising 
9 10 
R(s/cm) 
Fig. 2. Line 1 represents a calibration, after six weeks of intensive 
sensor use, with cup and surface at about 27°C, giving a Vt of 213 cm3. 
Line 2 represents a calibration made on the same day as line 1, with the 
same cup temperature but with the surface now at about 31°C, giving a Vt 
of 212 cm3. With cup and surface both at 27°C, lines with a slope such 
as line 2 were found when this sensor was still hardly used, with a Vt 
of about 140. .The calibration marked 3, with Vt = 272, under the same 
temperature conditions as line 1, was made after five months in which 
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Fig. 3. The relation of V t with temperature in the course of time for 
three sensors. Sensor A: lowest straight line in the first week of its 
use, second straight line one month (of intensive use) later, upper curve 
after five months of alternate intensive use and storage. Sensor B: only 
the curve after half a year of use in preliminary investigations and 
testing of other calibration methods, succeeded by half a year of dry 
storage. Sensor C: straight line in the first week of its use, lower 
curve after one month of intensive use, upper curve after eight more months 
of dry storage with occasional usage. Curves such as the last two and B 
may, of course, also be approximated by two straight lines. The figure 
illustrates clearly the individual character of the sensors. This does, 
however, in no way invalidate the calibration method. Note: near the 
point of intersection of the lowest A-line and the lower C-curve we have 
accidentally three measuring points, two equal ones on A and one on C. 
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that surface temperature also has no influence. This very important fact 
was confirmed by a series of measurements such as shown in Fig. 2, lines 
1 and 2, resulting in the same Vt< So our calibration method makes it 
possible to measure sunlit leaf parts directly. 
The R values, determined from the intersections with the abscissa of 
the lines in Fig. 2, could be almost completely deduced from calculations 
of turbulent transport processes taking place in the cup. Finally to ob-
tain consistent results we found it absolutely necessary to have the water 
distribution within the sensor stabilized, for about two minutes, before 
each measurement. This distribution must be the same, before each measure-
ment, at the starting point of the starting-up period prior to the passage of 
the first electrical resistance. Therefore the use of the same fixed 
starting point was an indispensable condition for calibration and subsequent 
field use. With this scheme all ageing effects of the sensor could be 
found back in the change of Vt in the course of time. Determination of the 
course of this (apparent) calibration volume was therefore sufficient to 
cope with the troubles experienced. 
The best measuring procedure was the following. When a whole day of 
measurements in the field was planned, a V t and a R were determined the 
day before with two or more dummy R values at at least two cup temperatures. 
This was repeated the day after the field measurements. A mean Vt curve 
from the two calibrations was used for the day inbetween, when the field 
measurements were taken. If the relationship between Vt and temperature 
(Fig. 3) was no longer a straight line, the last occasional determination 
of the course of V t with temperature was used to bring a curve through 
the calibration points. The form of this relationship changed only slowly 
in the course of time (Fig. 3). This measuring scheme was shown to be 




Precautions in the field 
In the field careful attention was paid to two factors that are often 
neglected. These are the accurate measurement of the temperature of the 
leaf parts concerned and the possible influence of the porometer on 
stomatal opening during the measurement. 
Because of the importance of good e.-measurements it is necessary to 
assess accurately the (internal) leaf temperature. It was found most 
suitable to measure the temperature on the leaf side opposite to that used 
for resistance measurement. A special construction held the leaf thermis-
tor insulated from the porometer clamp. Slight pressure of two springs 
on the thermistor touching the leaf and a construction that averages the 
temperature of a part of the surface to be measured and keeps the thermis-
tor wires also at leaf temperature, facilitated the attainment of the 
actual leaf temperature. The thermal time constant of this construction, 
when used on a leaf, was about 4 seconds. It was proved that the leaf 
time constant was even less, under our conditions. Hence for transient 
times At of 10 seconds or more, we could use the temperature, read directly 
after passage of the second fixed electrical resistance. Fof^ihe^ortest 
measuring times observed (of the order of 5 seconds), the thermistor could 
be read once more after the passage of a third fixed electrical resistance, 
which we introduced for this and other purposes. 
The introduction of a third electrical resistance made it possible 
to measure two transient times. For a short transient time we made use 
of an apparent change of only 1.51 relative humidity in the cup, from 
about 201 relative humidity upwards. For a long transient time we used 
the whole linear part of the earlier mentioned equilibrium diagram, 
amounting to 6.51 of apparent change in relative humidity from the same 
value upwards. Thus the long transient time included the short one. We 
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found that V , representing the dynamical characteristics of the measure-
ment, was almost the same for long and short transient times. 
It can be seen from Eq. (3) that the ratio Q of long and short 
transient times must theoretically be constant, at fixed temperatures, as 
long as R is the same for both transient times. It is easy to determine 
Q in the laboratory under controlled temperature conditions and with dummy 
R values, that remain constant over the measurement. This procedure 
simply formed part of the calibrations. The Q predicted, between 3.5 and 
4.5 in our experiments, can now be used for immediate information on what 
happens in the field. Under identical temperature conditions and no 
water stress, a difference between the predicted and the measured Q is a 
direct indication that at least after the short transient time something 
happened to the opening status of the stomata. As it could be argued 
that our device can only cause closing of the stomata, a too high Q in-
dicates influence from the device. 
We measured small deviations from the theoretically expected value of 
the constant Q, notably for the combination of low Vt and low R^. The 
reason could only be a small inconsistency, for this combination, in the 
determination of R . We found that this must be because the porometer 
diffusion processes did not completely obey Fick's law on which the 
derivation of Eq. (3) was based. However, this nowhere invalidated the 
use to be made of Q. 
Influence on the stomata 
An example of the prediction capability of Q is given in Table 2. 
It contains a series of consecutive measurements on upper and lower sides 
"of fully sunlit parts of corn leaves. We used here measuring places near 
the top of big leaves, not far from the central vein, in a 1-m high crop 
on a moist soil. For this measurement series we used a sensor with a low 
Vt and because of the ideal radiation conditions the R^ values were small. 
Because of the resulting small short transient times and the proved ab-
sence of device influence on the results, the same measurement series 
was used to test the field performance of the temperature measuring system 
dealt with. 
It follows from Table 2 that no significant influence of the device 
was present during clamping times of half a minute. For studying clamping 
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Table 2. For these 20 consecutive measurements, with a mean arithmetical 
resistance of 2.25 s/cm, the mean ratio between long and short transient 
times was found to be 3.61 + 0.04 at 27.5°C mean cup temperature. From 
calibrations the day before and the day after the measuring day we ex-





























































































times with a possible influence of the device on the opening situation of 
the stomata, measurements with a sensor with high V t on leaves with a 
relatively high R are needed. Because of the variability involved an 
appreciable number of such measurements have to be made. In 1972 we used 
five.days of measurement for this purpose. After correction for a supple-
mentary variation in Q because of capriciously changing light conditions 
on these days, we collected measurements with large long transient times 
and correct Q and measurements with a too high Q. From comparison of 
these long transient times we learned that in the morning clamping times 
of about 2 minutes were permitted without device influence on the re-
sistance. In the afternoon permitted clamping time became about 1.5 
minutes. This meant that for a correct measurement we could use up short 
transient times of about half the permitted clamping times, the starting-
up period being about as long as the short transient time concerned. 
Most measurements needed clamping times between 10 and 60 seconds, if the 
porometer was provided with a sensor with a relatively low Vf. Under the 
light conditions concerned, no difference in susceptibility to closing 
influences could be detected between leaf parts throughout the canopy. 
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Resistance profiles in corn 
We wanted to use our field epidermal resistance observations for cal-
culation of the effective resistance of different crop layers in a dense 
corn crop. For the total vapour flux from the total leaf surface in the 
layer, resistances of different leaf parts are, of course, parallel re-
sistances, each in series with the boundary layer resistance concerned. 
Therefore harmonic means are preferred. To study the spread of resistance 
2 
of our 2-cm samples of leaf surface, we looked at frequency distributions 
over the arithmetical means of a sufficient number of equivalent measurements. 
Each measurement takes 2.5 to 3 minutes, including the time needed for re-
covery of the sensor. So, for studying differences throughout a crop, no 
unknown trends of resistance with time should exist over the period to be 
averaged. 
In accordance with existing evidence, our first measurements already 
showed that on moist soil the average resistance of a corn leaf was highly 
correlated with light density over the leaf surface. The most interesting 
kind of relationship, that between absorbed light in the wavelength regions 
responsible for stomatal action and the diffusion resistance, has never 
been determined. To obtain such a relationship with any reliability would 
be extremely difficult. Therefore cancelling out the light factor by 
sampling would seem a good approach. Because of the difference in their 
relative contribution, the best choice for a dense crop like ours is to 
study sunlit leaf parts and shaded leaf parts separately. Variability in 
resistance within these two categories for a certain crop layer is now sup-
posed to be due to differences in stomatal functioning under identical light 
density and to differences in light density, stomatal geometry and effective 
surface measured. 
With systematical sampling of sunlit corn leaf parts, averaging out 
the above random factors, we found no basic differences in resistance be-
tween any of the sunlit leaf parts throughout our complete com crop on the 
moist soil. Some indication for a slight deviation from this rule in the 
lowest crop layer investigated may be attributed to the frequent occurrence 
of intermittently illuminated leaf parts deeper in the canopy and to 
penumbral effects. 
The same approach to shaded leaf parts, again sampling heavily three 
different crop layers, yielded the following results. For each layer again 
no significant difference in average resistance was observed between any 
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Table 3. Epidermal resistances % (s/cm) of a unit of leaf surface deter-
mined as harmonic means of N t o t measurements on sunlit places for three 
different crop layers under high light density over the crop. Abbreviations: 
Su = sunlit leaf part, U - upper leaf side, L = lower leaf side, H = highest 
crop layer (> 1,75 m), K • middle crop layer (between 1 m and 1.5 m), Lo = 
lowest crop layer (< 0.75 m), To =top part of a leaf, Mi = middle part of 
a leaf, Ba = base part of a leaf. 
Ntot h 
73 2.30 
Su U H 
Su L H 
Su U M 
Su L M 
Su U Lo 
Su L Lo 
To + Ba 
Mi 






























Table 4. Epidermal resistances R^ (s/cm) of a unit of leaf surface, de-
termined as harmonic means of Ntot measurements on shaded places for three 
different crop layers under high light density over the crop. Abbreviations 
as in Table 3. Sh = shaded leaf part. 
N _ R„ N R N R 
tot I tot I tot a 
Sh U H 
Sh L H 
Sh U M 
Sh L M 
Sh U Lo 
Sh L Lo 
To + Ba 
Mi 
To + Mi 
Ba 
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Fig.4. Change of harmonic mean 
resistance (s/cm) of a unit leaf 
surface with crop height (cm), under 
high light densities over the crop. 
Circles indicate sunlit leaf parts 
and triangles represent shaded leaf 
parts. The vertical lines through 
the points on the right curve in-
dicate the layer effectively 
sampled. 
place on a leaf, either at the top, middle or base part of a leaf, or at 
the lower or upper side. The average resistance became much higher in 
deeper layers. This increase could, of course, be attributed to the 
diffuse light extinction in the canopy (e.g. Monsi et al., 1973). The 
harmonic means for a unit of leaf surface are given in Fig. 4. Examples 
of partitioning over different leaf sides and different leaf parts at one 
side of a leaf, as far as assessed by our sampling method, are given in 
Tables 3 and 4 as averages over several days. Differences left between 
leaf parts can be mainly attributed to extremes in the frequency distri-
butions, which are not given here. 
Introduction of well-known distribution patterns of sunlit and shaded 
leaf area at each height in the crop (e.g. de Wit, 1965) completes the cal-
culation of resistance profiles for the simulation model of crop climate. 
The basic equality of leaf parts throughout our corn crops being 
assessed, the sampling of this crop for whatever purpose can take this 
knowledge into account. This may decrease appreciably the number of 
measurements that have to be made. 
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Discussion 
Our porometer is an improvement on the types originally proposed by 
Wallihan (1964), Van Bavel (1964) and Grieve & Went (1965). The most im-
portant research on this type of instrument was done by Kanemasu et al. 
(1969), Monteith & Bull (1970, including work of Stiles) and Turner & 
Parlange (1970). The alarmingly laborious determination of slopes in the 
resistance/transient time diagrams was discussed by Meidner (1970) and 
more thoroughly investigated by Morrow & Slatyer (1971). Our work 
(Stigter et al., 1973) was an extension of this research (see Chapter ma-
terials and methods). We used the very important results of Kobayashi 
(1960) on LiCl sensor behaviour. We checked the dummy resistances for 
calibration in two ways. By using an extension of Penman & Schofield's 
theory (1951) and by improving on experiments of Lee (1967). 
Recently semi-open porometers have been used (Beardsell et al., 1972; 
Parkinson & Legg, 1972). They use humidity sensors to measure the equi-
librium humidity in air inside or leaving the cup. A gas stream enters 
the cup with a fixed humidity. We believe that in field work the disad-
vantage of gas supplies and waiting periods for equilibrium outweigh the 
problems of using the sensor dynamically. This is certainly so with the 
LiCl sensor where the dynamical properties can now be represented by only 
one calibration constant, V . In the review of diffusion methods 
(Stigter, 1972) we objected to porometer methods making use of diffusion 
of a gas, other than water vapour, through the leaf. Measuring the two 
parallel resistances of the upper and lower leaf side in series is one 
main objection; comeasuring the mesophyll (or parenchyme) resistance is 
another. The latter resistance was found to be high for Indian corn in a 
study by Dupaigne & Louguet (1971). Both objections equally apply to the 
viscous flow porometer, a still much used method. It was recommended again 
recently by Downey et al. (1972) as of use if calibrated against a dif-
fusion porometer. We believe that the only advantage of this method, the 
possibility of a high amount of samples per unit of time, does not outweigh 
its disadvantages for many purposes. 
Indeed for the closed diffusion porometer the only useful improvement 
still to be made is the suppression of the waiting time before each 
measurement. No reports have been published as yet on humidity sensors or 
other detectors combining the advantages of the LiCl sensor with a less 
problematic hysteresis behaviour. 
Our prototype was built for use on corn leaves. No principal diffe-
rences exist in application of this porometer on other leaves. The value 
of the porometer volume, V , is not of fundamental importance and may be 
made as small as allowed by mixing, drying and thermistor and sensor 
geometry. Small leaves would make it necessary to lower S , which yields 
higher At values. If these were to come into conflict with permitted 
clamping times, due to influence of the device on the stomatal opening of 
the leaves concerned, At can be made lower by adapted choices for the 
starting point of the starting-up periods and for e (tf). 
Only a rough comparison of our field results with scarce comparable 
literature on field data can be made. It has no sense to compare absolute 
resistance levels, even for one species such as com, as so many variables 
are involved relating genetic differences and differences in the growth 
conditions and their history. Moreover the measuring methods used and the 
required number of measurements are too often insufficiently checked. 
Our aim has been to explore crop epidermal resistance by averaging out 
existing variability within a certain layer (Stigter & Lammers, 1974). 
This would make it possible to study crop resistance at the vapour sources 
(e.g. Philip, 1964) without, as mentioned earlier, the problems of ob-
taining additional information on stomatal geometry and density, (absorbed) 
light densities of different wavelengths and water status of leaf, plant 
and soil. It is evident from earlier considerations (Stigter, 1972) and 
the measurements of Turner (1973), Turner & Begg (1973) and Ritchie (1973) 
that, under our climatological conditions and with a moist soil, neither 
leaf water status nor soil water status will influence stomatal resistance 
in corn. Results of Catsky et al. (1973) on irrigated corn do not corre-
spond with this evidence. They are, however, very difficult to explain 
if no (previous) stress phenomena did occur in the crop (cf. also Lemon 
et al., 1971). Sampling under low soil or low leaf water-potential may 
yield different results. Turner's research on corn also clearly indicated 
that no senescence effects on resistance exist as long as no visible 
yellowing of leaf parts is present. This is confirmed by our measurements. 
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With regard to observed diurnal resistance trends on sunny days (e.g. 
Turner, 1973), we have no indications that there were important trends 
in the crop between the beginning and the end of our measuring periods 
(cf. also Downey et al., 1972). 
Corn is often supposed to be an example of at least approximative 
symmetry between adaxial and abaxial epidermis (De Parcevaux & Perrier, 
1973). This can, however, differ between varieties (Heichel, 1971). No 
statistically significant differences were observed in resistances of 
sunlit leaf parts between the two leaf sides throughout an open corn 
crop by Turner (1969). The same applied to their reaction on changes in 
illumination occurring in this crop (Turner & Begg, 1973). We also ob-
served this lasting symmetry in resistance in the sense that for all the 
illumination levels studied in the layers of our dense corn crop the 
average resistances of both sides were equal. The reports of Catsky 
et al. (1973) again do not always agree with these results but, apart 
from genetic differences and stress, problems with the calibration method 
of their diffusion porometer and their sample method may be involved. 
Proper field investigations on differences in resistance over one side 
of a corn leaf were not found in the literature. Application of somewhat 
comparable sample procedures have only been reported recently in dense 
Sorghum by Brun et al. (1973). They did, however, not separate sunlit and 
shaded leaf parts. Their final conclusion is that to obtain the crop 
resistance in dense canopies all leaves on the plant have to be included 
in the measurements. Objections can be made, however, to their way of 
calculation of such a canopy resistance. 
The work of Brun etal. is an example of the role the diffusion poro-
meter and relevant field sampling are able to play in the still unsolved 
problem of potential crop transpiration (e.g. Lee, 1967; Shepherd, 1972). 
The kind of simulation models to which our work has been related will 
take part in the solution. To predict real water use and crop productivity, 
field measurements of epidermal resistance will be of much help (Comp. 
Waggoner, 1969; Sceicz et al., 1973; Catsky et al., 1973). Interesting 
work related to improving food production has been carried out by plant 
breeding research, although up till now plants have not been bred for 
potential production. Gifford & Musgrave (1973) recently stated that if 
the breeder is to be able to utilize photosynthetic variability to advan-
tage, work is required to sort out environmental and genetic sources of 
20 
variability of stomatal resistance in the field. An example of this was 
given by Loomis et al. (1971) mentioning the interest in the sorting out 
of genetic and environmental sources of variability in light-saturated net 
photosynthesis, where determination of CO, uptake is involved. Exploring 
the effect of genetic changes in epidermal resistance seems, however, to 
be a difficult job (Wilson, 1972). Field measurements are important for 
these problems. The diffusion porometer will therefore certainly play an 
important role in the near future in plant physiological research on 
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